MICROSCOPE.
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stage of the microscope, and the ratio between the two is noted.
The value of a unit distance on the micrometer scale, in parts of a
millimeter, is in this way fixed for a given combination of lenses.

FIG. 13.

Another method consists in using a shifting eyepiece furnished with
cross hairs to mark a point on the object to be measured and a gradu-
ated screw thread to measure the distance through which the cross
hairs are moved over the object.
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